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PEG  VISIONAL  SPECIFICATION. 

Improvements  in  Inhalers  for  Administration  of  Ether  and  for  Nitrous 

Oxide  and  Ether. 

Samuel  Joseph  Coxeter  and  Harold  Samuel  Coxeter  constituting*  the  Firm 
of  Coxeter  &  Son,  Anaesthetic  Apparatus  Manufacturers  of  4  &  6  Grafton  Street, 
Gower  Street  London  W.C.  do  hereb}'  declare  the  nature  of  this  invention  to  be 
as  follows:  — 

0  Our  invention  refers  chiefly  to  what  is  commonly  known  as  the  “  Clovers  ether 
chamber  or  inhaler  "  &  the  modified  form  of  same  for  use  with  nitrous  oxide  gas 

in  conjunction  with  ether,  or  alone. 

Whereas  the  metal  or  glass  dome  is  usually  permanently  fixed  to  the  lower 
portion  of  the  chamber  rendering  it  very  difficult  to  keep  quite  clean  and  aseptic 
111  we  now  by  means  of  this  invention  make  the  apparatus  so  that  it  may  be  easily 
taken  apart  for  cleansing. 

We  attain  this,  preferably  by  clamping  the  “  dome  "  of  inhaler  by  a  strong 
screw  washer  into  a  specially  formed  groove  or  channel  around  the  edge  of  the 
‘‘water  jacket”  portion  of  the  inhaler — But  we  reserve  the  right  of  using  any 
1 6  other  method  of  temporarily  fixing  the  dome  &  rendering  the  chamber  ether-tight 
&  yet  easily  detachable.  This  invention  applies  to  any  form  of  dome  or  cover  for 
an  ether  chamber  or  ether  inhaler. 

Dated  this  16th.  day  of  June  1902 

SAMUEL  JOSEPH  COXETER 

20  HAROLD  SAMUEL  COXETER 


COMPLETE  SPECIFICATION. 

Improvements  in  Inhalers  for  Administration  of  Ether  and  for  Nitrous 

Oxide  and  Ether 

Samuel  Joseph  Coxeter  and  Harold  Samuel  Coxeter,  trading  together  as 
,;r  Coxeter  and  Son  Aneesthetic  Apparatus  Manufacturers  of  Nos.  4  and  6  Grafton 
Street  Gower  Street  in  the  County  of  London  do  hereby  declare  the  nature  of  this 
invention  and  in  what  manner  the  same  is  to  be  performed,  to  be  particularly 
described  and  ascertained  in  and  by  the  following  statement:  — 

Our  invention  refers  to  the  apparatus  for  administration  of  ether,  with  or  with- 
g()  out  nitrous  oxide  gas,  which  is  commonly  known  as  Clovers  ether  chamber,  and 
may  be  applied  to  any  ether  chamber  or  inhaler  having  a  dome  or  other  portion 
of  the  ether  chamber  either  of  metal,  glass  or  of  any  other  material. 

Whereas  in  the  apparatus  as  commonly  used,  the  dome  shaped  portion  is 
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usually  more  or  less  permanently  fixed  to  the  other  portion  making  it  difficult  to 
effectually  scour  the  interior  of  the  ether  chamber,  our  invention  provides  for 
the  easy  removal  of  this  covering  portion,  and  the  equally  easy  replacement  of 
the  same,  without  in  any  way  detracting  from  the  utility  of  the  apparatus. 

The  dome  shaped  portion  of  the  ether  chamber,  marked  in  the  drawing  *'  1)  , 
fit’s  loosely  over  the  inner  tube  “  T  ”,  and  it’s  edge  or  rim  falls  into  a  groove  “  G  ” 
which  may  be  of  any  suitable  shape  and  in  which  a  ring  or  washer  of  any 
suitable  material  may  be  placed.  The  dome  shaped  portion  may  then  be  firmly 
clamped  in  position  bv  means  of  the  screw  washer  “  W,”  which  screw's  on  to*  the 
threaded  portion  of  the  tube  “  T.” 

Another  method  bv  which  vTe  obtain  this  result  is  by  fixing  upon  the  upper 
aperture  of  the  dome,  a  piece  of  metal  having  a  female  thread  which  will  screw 
over  the  tube  “  T.”  or  by  cutting  a  thread  on  the  dome  shaped  portion  itself  so 
that  the  whole  of  “D”  may  be  screwed  tightly  in  position. 

In  this  method  we  prefer  to  also  screw  a  metal  or  other  washer  over  the  top  of 
the  dome  to  prevent  leakage.  Another  method  is  by  screwing  the  upper  portion 
in  to  the  lower,  so  as  to  clamp  the  tw'o  portions  together. 

Having  now  particularly  described  and  ascertained  the  nature  of  our  said 
invention  and  in  what  manner  the  same  is  to  be  performed,  we  declare  that 
what  we  claim  is:  — 

1.  In  the  apparatus  known  as  Clovers  ether  chamber  or  in  any  other  apparatus 
used  for  a  similar  purpose,  the  making  of  the  dome  or  other  shaped  covering 
portion  of  the  ether  chamber  in  such  a  maimer  as  to  be  easily  detached  or  read¬ 
justed 


Dated  this  25th  day  of  February  190-3 


SAMUEL  JOSEPH  COXETER 
HAROLD  SAMUEL  COXETER 
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